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Accurate models of proprioceptive neural patterns could 1 day play an important role 
in the creation of an intuitive proprioceptive neural prosthesis for amputees. This paper 
looks at combining efficient implementations of biomechanical and proprioceptor models 
in order to generate signals that mimic human muscular proprioceptive patterns for future 
experimental work in prosthesis feedback. A neuro-musculoskeletal model of the upper 
limb with 7 degrees of freedom and 17 muscles is presented and generates real time 
estimates of muscle spindle and Golgi Tendon Organ neural firing patterns. Unlike previous 
neuro-musculoskeletal models, muscle activation and excitation levels are unknowns 
in this application and an inverse dynamics tool (static optimization) is integrated to 
estimate these variables. A proprioceptive prosthesis will need to be portable and this is 
incompatible with the computationally demanding nature of standard biomechanical and 
proprioceptor modeling. This paper uses and proposes a number of approximations and 
optimizations to make real time operation on portable hardware feasible. Finally technical 
obstacles to mimicking natural feedback for an intuitive proprioceptive prosthesis, as well 
as issues and limitations with existing models, are identified and discussed. 



Keywords: proprioceptive feedback, neuroprosthesis, neuromusculoskeletal model, upper limb, biomechanics, 
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1. INTRODUCTION 

A device capable of giving an amputee a sense of feeling back 
from their prosthetic limb could help millions of people live hap- 
pier, more productive lives (Blank et al., 2010; Weber et al, 2012). 
Graded sensory feedback of almost any sort could feasibly provide 
the user with proprioceptive information about their prosthesis, 
and haptic, visual, auditory, vibratory and electrocutaneous feed- 
back have all been explored (Clippinger et al., 1974; Ohnishi et al., 
2007). However, sensory substitution methods such as these, par- 
tially deprive the user of another of their senses and suffer from 
long training periods and high cognitive load as they require 
the user to learn and interpret the information encoded by the 
feedback stimuli. Despite decades of experimentation, sensory 
substitution has not seen significant clinical application (Ohnishi 
et al., 2007) and it is an approach that is likely to be increasingly 
difficult to implement in future as prosthesis complexity increases 
and the quantity of feedback increases correspondingly. 

Direct neural feedback in the form of a neural prosthesis has 
the potential to provide high quality and intuitive feedback. The 
incredible capability of neural prostheses to transform lives has 
already been vividly demonstrated in recent years by the rise of 
cochlear implants for the deaf and the tantalizing progress in 
retinal implants for the blind. A proprioceptive prosthesis on 
the other hand could in theory provide a user with feedback 
of their limb's position, motion and the forces it is exerting, 
as well as potentially providing therapeutic benefit for phantom 
limb issues (Dhillon and Horch, 2005) and a number of groups 



worldwide are working on developing just such a device (Dhillon 
and Horch, 2005; Hsiao et al, 2011; Weber et al, 2012; Williams 
and Constandinou, 2013b). 

The ideal for a sensory neural prosthesis would be to mimic 
naturally occurring neural patterns and stimulate the appropriate 
neurons with those patterns — providing the user with compre- 
hensive feedback that is as intuitive as possible. However, major 
obstacles remain to be overcome (see section 4.1), and it seems 
likely that neural prostheses will rely on the brain's ability to 
interpret limited and abnormal feedback for some time yet. 

Mimicking the function and signals of specialized neurons 
is an active area of focus for cochlear and retinal prostheses in 
order to enhance the user's ability to interpret the feedback. The 
brain's ability to adapt and learn is impressive, but fitting in with 
its pre-existing neural processing may offer better performance. 
However, this progression, (from simple graded stimulation to 
systems of modulation that mimic natural patterns) has not yet 
been addressed for proprioception, despite tantalizing indications 
that limited but appropriate neural stimulation can generate limb 
state representations in the brain (Weber et al., 2011). 

The aim of this paper is to create a real time model of pro- 
prioceptive signals from specific receptors to demonstrate its 
feasibility and to support future work investigating the possible 
benefits of mimicking natural signals. Our concept for developing 
a proprioceptive prosthesis for a transhumeral amputee is shown 
in Figure 1 and involves mapping the motion of a prosthetic onto 
a model of the human arm so that equivalent representations 
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FIGURE 1 | Proprioceptive prosthesis concept. Crosshatched area 
indicates the part of the system presented here. 



of muscle, tendon and receptor modulation can be calculated. 
Section 4.1 discusses this approach and looks at some of the 
issues involved. This paper will focus on the processing element — 
creating an efficient model to convert data from sensors on a 
prosthetic limb into estimates of proprioceptive neural signals 
from muscle spindles and Golgi Tendon Organs (GTOs). 

In the human body the generation of proprioceptive neu- 
ral signals is implicitly linked with musculoskeletal biomechan- 
ics as well as muscle and proprioceptor dynamics (Proske and 
Gandevia, 2012). The neural signal generation in our propriocep- 
tive prosthesis is likewise based on these three factors and shares 
much in common with neuro-musculoskeletal models developed 
for research in the field of human motor control (Lan et al, 2005; 
Frigon and Rossignol, 2006; Koo and Mak, 2006; Song et al, 2008; 
Colacino et al, 2010). 

The integration of sensory feedback models with represen- 
tations of musculoskeletal components is still a relatively new 
field and most publications have focused on the lower limb 
and locomotion. Upper limb models considering only 1 degree 
of freedom have previously been proposed (Lan et al, 2005; 
Koo and Mak, 2006; Colacino et al, 2010) and a more com- 
plex 3 degree of freedom, 15 muscle "Virtual Arm" model cov- 
ering shoulder and elbow joints was proposed by Song et al 
in Song et al. (2008). These studies focus on understanding 
limb motion and control and therefore simplifications and qual- 
itative representations of proprioceptive signals are used which 
are unlikely to be suitable for implementation in a proprio- 
ceptive prosthesis due to limitations that include: using models 
fitted to feline firing patterns despite much lower observed fir- 
ing rates in humans; using individual receptor or ensemble firing 
patterns interchangeably even though there may be multiple 
orders of magnitude difference between the two; and using sim- 
ple piecewise linear approximations to population firing rates 
that do not capture the observed dynamics or non-linearities of 
proprioceptive receptors. These models also have muscle acti- 
vation or excitation as inputs, and limb movement as the out- 
put. However, in a proprioceptive prosthesis the situation is 



reversed with limb movement as an input and muscle acti- 
vation an unknown. Therefore, despite the similarities in the 
underlying sub-models, the final model implemented here differs 
substantially. 

The addition of static optimization (an inverse dynamics tool) 
is proposed to estimate muscle forces and activations. However, 
standard implementations are computationally demanding — 
unsuited to the real-time, portable, and low-power nature of 
a proprioceptive prosthesis — and as such approximations are 
proposed to address this. 

Numerous models of muscle spindles have been proposed 
in the literature [see Prochazka and Gorassini (1998) and 
Mileusnic et al. (2006a) for review]. Here the anatomically 
derived Mileusnic et al muscle spindle model (Mileusnic et al, 
2006a) will be used and adjusted to fit human spindle firing 
rates for a variety of muscles in the upper limb. The model is 
relatively computationally intensive and as such an approxima- 
tion to this model will be proposed to reduce the computational 
load. 

There are relatively fewer GTO models in the literature 
[see Mileusnic et al. (2006b) for review]; here the model described 
in Lin and Crago (2002) (based on a transfer function model by 
Houk and Simon) was selected for implementation. A method to 
fit this model to human data and adjust the model according to 
optimal isometric muscle strength is proposed. 

This paper proposes a system for modeling ensemble aver- 
age proprioceptor signals (see section 4.1 for discussion of this 
approach) for a simplified representation of the upper limb 
with 7 degrees of freedom and 17 muscles. Approximations 
to existing models and tools are proposed with the aim of 
creating a real time system capable of running on portable 
hardware. 

2. MODELS AND METHODS 

The system described here is shown in Figure 2 and broadly con- 
sists of biomechanical modeling combined with two previously 
described proprioceptor models. The sensor data from the pros- 
thetic limb consists of joint angles and torques mapped onto the 
joints of the modeled human limb; the role of the biomechanical 
modeling is to convert this data into estimates of muscle length 
and force. These parameters are in turn converted by the receptor 
models into estimates of neural firing patterns. 

2.1. MUSCULOSKELETAL MODEL 
2. 1. 1. Skeletal structure 

The biomechanical modeling is underpinned by data from a 3D 
musculoskeletal model of the upper limb in OpenSim (Delp et al, 
2007). The OpenSim model used here is a reduced form of the 
Stanford VA Upper Limb model which is based on the measure- 
ments and proposals in Holzbaur et al. (2005). The reduced form 
of the model is shown in Figure 3 and consists of the follow- 
ing skeletal elements: thorax, sternum, scapula, clavicle, humerus, 
radius, ulna, wrist bones and 2nd to 5th metacarpals. Mass and 
inertial properties were obtained from Chandler et al. (1975) and 
Winter (2009) and the mass and inertia of the not-included finger 
and thumb segments were approximated as a lumped mass at the 
center of gravity of the hand. 
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FIGURE 2 | The models presented here: (A) overall system model; (B) static optimization model— (*) indicate state variable values from previous 
iteration. Variable labels are explained in section 2.1.3. 
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FIGURE 3 | The musculoskeletal model, showing the paths of the 17 muscles modeled here. 



2. 1.2. Joints and degrees of freedom 

The model covers 7 degrees of freedom in the upper limb: 3 at 
the shoulder (describing elevation angle, shoulder elevation and 
shoulder rotation), 2 at the elbow (covering elbow flexion and 
forearm pronation), and 2 at the wrist (covering flexion and devi- 
ation). Joint kinematics and ranges of motion were unchanged 
from the original model. 

2.1.3. Muscle model 

A standard three component dimensionless Hill type muscle 
model (0° pennation angle) was used and scaled to fit individ- 
ual muscles as proposed by Zajac (1988). This approach allows 
all muscles to be modeled by the same functions with the dif- 
ferences between each muscle described by only a few variables. 
Normalized muscle length (L M ), tendon length (L T ), muscle force 



(F M ) and muscle velocity (v M ), were respectively calculated using: 

r M _ jT pM _ M 

L M = ^ti, L T =^, F M = -^, v m =4t- (1) 

rM' tT' pM' yM v ' 

o o y mox 

where L^f is the optimal muscle length, Lj is the tendon slack 
length, F^f is the muscle's maximum isometric force and v^. is 
the muscle's maximum shortening velocity. All muscle paths and 
muscle insertion points are as specified in the OpenSim model. 
Parameters for the muscles were obtained from the OpenSim 
model and v^. was assumed to be seven times the optimal fiber 
length [a figure approximately midway between that recorded for 
slow and fast twitch fibers (Brooks and Faulkner, 1988; Thelen, 
2003)]. 
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The torque (T) produced by the 17 muscles (m) around joint 
(j) is modeled as: 




+fpV%)] Rmj ■ (2) 

where / v , and fp are functions describing the muscle's force- 
length, force-velocity, and passive force-length relationships; a m 
is the level of muscle activation (between 0 and 1); R m j is the 
muscle's moment arm around joint j; and F^f m is muscle m's max- 
imum isometric force. Equations for calculating force-velocity, 
force-length, and passive force are as described by Thelen (2003). 

2.2. BIOMECHANICAL MODELING 

2.2. 1. Musculotendon length and muscle moment arms 

In OpenSim the musculotendon length and muscle moment 
arms are calculated based on the muscle's origin and insertion 
points as well as anatomical wrapping points and constraints. 
However, running a 3D model is computationally intensive. 
A more efficient (although less accurate) approach based on fit- 
ting a polynomial surface to the length-joint angles relationship 
and another for the moment arm-joint angles relationship was 
described in van den Bogert et al. (2011). 

In order to determine the polynomial coefficients for this rela- 
tionship, the OpenSim musculoskeletal model was swept through 
the full range of motion of the various joints and at each pose the 
lengths and moment arms of all the muscles were recorded. This 
data was then processed in Matlab with the polyfitn function to 
generate polynomial surfaces fitted to this data. The polyfitn func- 
tion outputs the polynomial surface coefficients (c[ for length 
and cf^ for moment arm) relating the musculotendon lengths 
(L MT ) and muscle moment arms (R m A to the joint angles (qf) for 
muscle m such that: 

N L 7 N MA y 

(=1 j=l i=l ;=1 

where N L and are the number of polynomial terms for 

length and moment arm respectively, while and e^ 4 are 
the integer exponents for length and moment arm respectively. 
A cubic polynomial fit was used, therefore giving ejj and 
values between 0 and 3. 

The length of the muscle (L M ) was calculated from the mus- 
culotendon length, by subtracting an estimate of the tendon 
length under tension. This estimate of tendon length was based 
on the recorded strain curve of normalized tendons as described 
in Thelen (2003). For efficient modeling this force strain relation- 
ship was approximated by computing the equilibrium position 
(removing differential equations) using a cubic polynomial fitted 
to the strain curve: 

L T = 0.04879^ - 0.1009i^ 2 + 0.1003^ + 1 (4) 



2.2.2. Muscle activations and forces 

It has been widely noted that there is redundancy in the human 
musculoskeletal system and hence there is typically not a unique 
combination of muscle forces to generate any particular motion. 
The situation is further complicated by the fact that muscles 
are often multi-articular and produce moments around each of 
the joints they span. Methodologies such as static or dynamic 
optimization [which rely on minimizing or maximizing some 
optimization criteria (Erdemir et al., 2007)] are often used to 
address this redundancy and complexity problem. Due to the real 
time nature of this system, the static optimization technique will 
be used here. 

Probably the simplest proposed optimization criteria is to try 
to minimize the total amount of muscle activation (X!m = i a m)- 
This approach has the advantage of being linear and hence solv- 
able by fast linear programme solvers, however, this optimization 
approach does not produce results that are representative of 
observed patterns of muscle activation (Rasmussen et al., 2001). 
There is still no clear agreement on the best optimization cri- 
teria for all joints, motions and loads, however, representative 
muscle activations have been produced by systems minimizing 
sum of activation squared, cubed or to a higher order polynomial 
(X!m= l fl m where n is an integer greater than 1). However, solving 
these criteria requires significantly higher computational power 
than the linear criteria. In Rasmussen et al. (2001), Rasmussen 
proposed using a min-max optimization criteria which approxi- 
mates the high order polynomial, but which can be solved using 
efficient linear techniques. This optimization criteria can be for- 
mulated by introducing an artificial criterion variable (/?): 
Minimize p subject to: 

«m < P, Vm e {1,2, ... 17} 
0 < a m < 1 

T* = j£ ([«m ' MI%) ■ /vtfft) + fp(I%)] Rm, ■ C), 
Vj € {4, 5, 6, 7} 

(5) 

where, T* is the measured torque around joint j and the muscle 
activations (a m ) are the variables for the algorithm. 

A weakness of this optimization criteria is that once a mini- 
mum p value has been calculated, the optimization process does 
not try to reduce muscle activations below this value, e.g., if 
muscle i needs to be fully activated (a, ■ = 1, p = 1) there is no 
optimization penalty for setting other muscles to be fully acti- 
vated. To address this the optimization criteria was modified, with 
the new aim being to minimize p + 0.01 X!m = l a m- 

The open source simplex package lp_solve was used to solve 
this linear programme around the four joints in the elbow and 
wrist. Given the limited subset of shoulder spanning muscles 
being modeled (and the target application being a transhumeral 
amputee with extant shoulder musculature), it was not possible to 
resolve the torques at the three shoulder joints (j = 1, 2, 3). These 
joints were, however, included in the system because their config- 
uration influences the lengths of and moments developed by the 
bicep and tricep muscle groups around the elbow and hence have 
an impact on all distal muscle activations. 
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2.2.3. Activation dynamics 

Muscle activation dynamics were accounted for by using a 
method similar to that used by Thelen (2003). In that paper an 
idealized muscle excitation signal («) was used as an input and 
the muscle activation (a) was modeled by a non-linear first order 
differential equation: 



da u — a 
dt T a (a, u) 



(6) 



where r a is a time constant that varies depending on the muscle 
activation level and on whether the activation level is increasing 
or decreasing: 



|r flct (0.5+1.5a) 
I Tdeact/(0-5 + 1.5a) 



u > a 
u < a 



(7) 



where x act is 15 ms and x^ eact is 50 ms. 

In our work we do not have the muscle excitation («) available 
so the problem was addressed by determining the feasible range 
of activation levels (fl ml „ — > a max ) each muscle could have after 
a time dt. This was approximated from the differential equation 
describing the muscle activation by setting u = 0 to determine 
and u = 1 to determine a max , giving: 



dt- 



■ (0.5 + 1.5a) 



+ 



T-deact 
dt(l -a) 
r <Bt (0.5 + 1.5«) 



(8) 



The feasible activation range was calculated for each muscle and 
included as constraints in the linear programme solver. 

2.3. PROPRIOCEPTOR MODELING 

2.3.1. Muscle spindles 

The muscle spindle outputs were simulated using a model based 
on that proposed by Mileusnic et al. (2006a). The model inputs 
are muscle length (L M ) and fusimotor activation levels (Ystatic and 
Y dynamic)- The model uses this to estimate the tension in each spin- 
dle fiber type's (bagi, bagi, and chain) transduction zone, and the 
resulting action potential firing. The output of the model is a non- 
linearly summed contribution from each fiber type to the primary 
(la) and secondary (II) axons that innervate the spindle. The 
model works essentially by modeling the fibers as a spring mass 
system and solving a second order differential equation (Equation 
(6) in Mileusnic et al., 2006a) that describes the tension in each 
fiber. However, integration of this differential equation requires a 
small time step size and therefore a high number of calculations. 
We propose that the tension in the system can be approximated by 
assuming that all the stretch happens in the polar regions of the 
fiber (which have a much lower spring constant) and then calcu- 
lating the equilibrium tension in the fibers by modifying Equation 
(3) in Mileusnic et al. (2006a) to: 



T = M ■ L M + ■ C ■ (L — R — L 5 q) ■ (abs(L M f 3 ) 
■ sign{L M ) + K? r ■ (L M - L P J - L s 0 r ) + V 



(9) 



where T is the fiber tension, L M is the muscle length, C is the coef- 
ficient of asymmetry in the muscle force-velocity curve, R is the 



muscle length below which force production is zero, and L S J 
are the rest lengths of the polar and sensory parts of the fiber, K pr 
is the polar region spring constant and T is the tension produced 
due to fusimotor input. This modification means that there are 
no differential equations to solve, so the time step for calculating 
the spindle output can be increased by orders of magnitude and 
the computational efficiency is likewise improved. 

The parameter "G" in the Mileusnic model is a scaling term — 
mapping ideal normalized spindle firing rates to feline data in the 
paper — and was estimated based on changes in spindle firing rates 
of up to 150 pulses per second (pps), that occur due to fusimo- 
tor stimulation in a feline muscle. There is limited data about the 
fusimotor sensitivity of human muscle spindle, but the maximum 
observed change in spindle output due to fusimotor signals has 
been observed to be <30pps (Prochazka and Hulliger, 1998) and 
as such we scaled the Mileusnic et al. (2006a) derived values of 
"G" by a factor of i to better fit human spindle firing rates. 

2.3.2. Golgi tendon organs 

The GTO model used here is based on the model described by 
Lin and Crago (2002), which in turn is based on work by Houk 
and Simon (1967) studying the feline soleus muscle. The model 
consists of two stages. 
Firstly a non-linearity: 



7 M 

h-ln['— + \ 



(10) 



where R NL is the output of this stage, while k\ (60 impulses per 
second) and k2 (4 Newtons) are constants scaling the GTO firing 
rate to the force applied. However, these parameters are based on 
data from the feline soleus muscle, and given the limited amount 
of data from human recordings it is difficult to determine human 
appropriate values for these parameters. We propose to modify 
this non-linearity to use normalized muscle force: 



pM 

- L -ki-ln[f M --^ + l 

ki 



h ■ ln(F M ■ h + 1) (11) 



where F^f s is the maximum isometric muscle force of the feline 
soleus [measured as 25. 8N (Scott et al., 1996)], giving k^ a 
value of 6.45. In addition we propose to adjust k\ to reflect the 
lower observed firing rates in human GTOs compared to feline 
GTOs (Jami, 1992). Feline GTOs have been observed firing at 
rates of up to 300 pps, but in normal motion don't significantly 
exceed 120 pps Qami, 1992). A review of the literature did not find 
any examples of human GTOs being subject to tests that would 
produce maximal firing rates, however, a review of microneu- 
rographic recordings showed firing patterns that rarely exceed 
50 pps in normal motions (al Falahe et al., 1990; Jami, 1992). We 
therefore propose a k\ figure scaled accordingly of 25 pps. 

Secondly, the output of the non-linearity is then fed into a 
linear dynamics transfer function: 



H{s) 



1.7s 2 + 2. 58s + 0.4 
s 2 + 2.2s + 0.4 



(12) 
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For efficient implementation this transfer function was trans- 
formed into the z-domain in Matlab using a bilinear approxima- 
tion with a sample frequency of 1 kHz and warped to fit at 6 Hz 
giving a z-domain transfer function of: 

1.69942 - 3. 39626z _1 + 1.69684z~ 2 , , 

H(z) = : - = . 13 

1 - 1.99780Z- 1 + 0.99780Z- 2 

3. RESULTS 

3.1. MODEL VALIDATION 

The focus of the work presented here is on choosing and modify- 
ing existing validated models to create a real time system. As such 
the approximations will be validated against the original models 
and the computational efficiency compared. To generate a dataset 
for realistic comparison, 30 s (at 120 Hz) of motion capture data 
from the mocapdata.com website (product_id = 15,044 showing 
an actor swinging his arms while walking across a room, then 
brushing his teeth before walking back to the original spot) was 
scaled, fed into OpenSim and the resulting joint angles for the 
upper limb were used for all simulations. This data set was cho- 
sen because it has a range of fast and slow upper limb motions and 



because tooth brushing represents an example of where a prosthe- 
sis user would not be able to visually monitor their limb and so 
feedback could provide significant benefit. 

3. 1. 1. Length and moment arm validation 

The polynomial approximation for estimating length showed 
close conformance with the values generated by OpenSim's 3D 
model throughout the dataset; giving a coefficient of determi- 
nation (R 2 ) of in excess of 0.99 for all muscles. The fit of the 
moment arm approximation was slightly worse with R 2 values of 
in excess of 0.9 for the two bicep muscles and above 0.98 for all 
other muscles for the four joints of interest. 

3.1.2. Static optimization validation 

Figure 4 shows a comparison between a baseline static opti- 
mization tool and results obtained from the model proposed 
here. The baseline results were obtained by running the built- 
in OpenSim static optimization tool using a sum of activation 
squared optimization criteria. Muscle forces and moment arms 
from OpenSim were used to estimate the joint torques at each 
point in time and these torques were used as the inputs to the 
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FIGURE 4 | Predicted muscle activations for an actor brushing his teeth. Coefficient of determination (R 2 ) and Root Mean Square Error (RMSE) are shown 
for each. (A) Standard OpenSim output. (B) Proposed system output. 
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model described here.The results indicate the proposed system 
can produce results qualitatively very similar to existing standard 
techniques, however, it did flag up an issue in the load sharing 
between the tricep muscles (see Discussion). 

3. 1.3. Spindle model validation 

To test how well the equilibrium spindle approximation corre- 
sponded to the original Mileusnic et al model, a number of the 
validation runs from the original paper were repeated and the 



results are shown in Figures 5, 6. Differences are generally small 
and this is consistent with the observed performance for more 
complex data (as shown in Figure 7), although the proposed spin- 
dle model is stiffer and as a result rapid movements do give rise 
to minor discrepancies — the most notable of which is shown in 
Figure 5F. 

There is little data available to assess the models perfor- 
mance for human spindles, however, the limited validation pos- 
sible did highlight a potential limitation of the Mileusnic model 
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FIGURE 5 | Proposed spindle model compared to original results from 
paper Mileusnic et al. (2006a) for two triangular stretches with 
different levels of fusimotor activity. Results are from Figure 3: A-L 
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300 
200 
100 



< 



Original results 
Proposed model 



(35 pps) 




(35 pps) 





(200 pps) q 






(200 pps) F 






10 12 14 16 1 
Time (s) 



10 12 14 16 18 20 
Time (s) 



FIGURE 6 | Proposed spindle model compared to original results 
(Figure 4) from paper Mileusnic et al. (2006a) for triangular 
stretches with different levels of fusimotor activity. Results are from 



Figure 4: A-F showing primary afferent firing in the presence of static 
or dynamic fusimotor activation at 35 or 200 pps. Labels are as in 
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which is discussed below. Figure 8 shows a comparison with the 
recordings, from two sets of nine primary afferents and two sets 
of seven secondary afferents, published in Edin and Vallbo (1990). 
The recordings are from the radial nerve during imposed motions 
about the metacarpophalangeal (MCP) joint. Predicted firing pat- 
terns were generated by using the original Holzbaur et al model 
in OpenSim to estimate the lengths of the two extensor muscles 
innervated by the radial nerve [extensor digitorum communis 



interossei (EDCI) and extensor indicis proprius (EIP)] during 
MCP joint motions as described in the paper. 

Spindle lengths vary significantly less from muscle to muscle 
than muscle fasicle lengths do, this discrepancy is possible because 
the spindle attachment to muscle endpoints or perimysium is var- 
ied to provide consistent proprioceptive acuity across a range of 
joints and muscles (Proske et al., 2000). The Mileusnic et al model 
was optimized for muscles whose fiber length varies above and 
below the optimal fiber length, whereas both the EDCI and EIP 
muscles are physiologically constrained to be longer than their 
optimal lengths. As such the unmodified model overestimates 
spindle firing rates throughout the range of motion (even in the 
absence of fusimotor input). Spindle rest and threshold lengths 
in the model were therefore adjusted to correspond to the fiber 
length when the MCP joint is in a physiologically neutral position 
(0° flexion) rather than the optimal muscle length. This approach 
gives the results shown in Figure 8. 

3.1.4. Full system output 

The system was run to generate primary afferent and GTO neural 
signals to enable 3rd party validation of this work, and the neural 
firing patterns are shown in Figure 9. 

3.2. COMPUTATIONAL EFFICIENCY 

For the purposes of this analysis the code was broken down into 
two parts — a deterministic part and a non-deterministic part. The 
deterministic part consisting of the newly written code (calculat- 
ing muscle lengths, moment arms, force-velocity/length relation- 
ships, muscle spindle output, etc.), while the non-deterministic 
part of the code (formulating and solving the optimization linear 
programme) used an open source library. 

The 30 s 120 Hz dataset (consisting of 3600 samples) was pro- 
cessed by a 2.1 GHz laptop in under 1.09 s (i.e., 27.5 times faster 
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FIGURE 7 | Comparison of Mileusnic modeled data and proposed 
approximation against recorded data from a cat (Figure 4A 

of Prochazka et al., 1979). Fusimotor activity was assumed to be absent. 





FIGURE 8 | Human muscle spindle firing patterns for imposed motions. 

Mean values and one standard deviation error bars are shown for recorded 
data from Edin and Vallbo (1990) and contrasted with modeled primary and 



secondary spindle firing patterns for the EDCI and EIP muscles. Firing 
patterns for EDCI and EIP muscles are almost identical. Fusimotor input was 
assumed to be absent. 
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FIGURE 9 | Predicted proprioceptor firing patterns for the actor brushing his teeth. (A) Predicted primary afferent firing patterns. (B) Predicted GTO firing 
patterns. 



than real time). Profiling showed that 15% of that time was 
spent in the deterministic part of the code and 85% in the non- 
deterministic optimization code. A manual estimate of the num- 
ber of instructions required to process each time sample (based 
on the source code) was conducted for the deterministic part 
of the code — yielding a value of approximately 77,000 instruc- 
tions. A conservative estimate of the total number of instructions 
(deterministic and non-deterministic) necessary for processing 
each sample was made based on scaling the estimated number of 
instructions by the relative processing duration of the determin- 
istic and non-deterministic parts and then multiplying by a factor 
of 2 — this provided an estimate of 1.03 million instructions per 
sample. 

3.2. 1. Comparison with standard implementations 

Comparisons between the proposed spindle model and a C-code 
implementation of the standard Mileusnic model (using a stan- 
dard euler method solver) showed that the majority of the 
improvement in processing speed was due to differences in the 
time steps that can be used (rather than reduction in the number 
of calculations per time step). The standard Mileusnic model can 
become unstable if too large a time step is chosen (experimenta- 
tion showed that a maximum timestep in the order of 0.1-1 ms is 
required, depending on the dataset), whereas the proposed solu- 
tion is stable regardless of the timestep. As such it was necessary to 



upsample the 120 Hz dataset used here, by a factor of 8, to obtain 
results with the standard model but not for the proposed model. 
However, the maximum timestep for the proposed model will be 
upper bounded by the limb position update frequency and the 
maximum firing frequency of the spindle — meaning that the effi- 
ciency improvement is data dependent — but in this situation was 
in the region of an eightfold improvement. 

The fitting of cubic polynomials to calculate length and 
moment arm make these elements of the processing almost negli- 
gible and appears to represent a reduction in required calculations 
by multiple orders of magnitude compared to 3D modeling. 
Observed execution time for all the biomechanical modeling 
(length, moment arm and also the static optimization) presented 
here was around five orders of magnitude faster than in OpenSim, 
however, this is a deeply unfair comparison — pitting optimized 
C-code against the performance of the general purpose OpenSim 
package. 

4. DISCUSSION 

4.1. GENERATING PROPRIOCEPTIVE FEEDBACK FOR A PROSTHESIS 

Providing intuitive and comprehensive feedback which is famil- 
iar or trivially easy to interpret is the ultimate goal for any neural 
prosthesis. However, it is unknown what the most effective and 
achievable format for providing proprioceptive neural feedback 
to prosthesis users is in the near term and there are numerous 
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challenges in implementing, comparing and optimizing compet- 
ing methods. 

Stimulating a small number of neurons with a pattern that is 
linearly related to prosthetic limb parameters (e.g., joint angle 
or end effector force) is possibly the simplest approach and has 
been demonstrated to provide benefit in a laboratory control 
task (Clippinger et al., 1974; Dhillon et al, 2004; Dhillon and 
Horch, 2005; Dhillon et al., 2005; Rossini et al, 2010). Stimulation 
of non-proprioceptive neurons with these non-biologically rep- 
resentative patterns makes this approach similar to sensory sub- 
stitution feedback. It is unknown whether sensory substitution 
feedback using direct neural stimulation will offer any substantial 
benefit over non-implanted implementations although the abil- 
ity to stimulate truncated nerves and neural pathways that would 
otherwise be silent may confer advantages. 

An alternative feedback modulation method is one that aims to 
approximate all the naturally occurring neural feedback patterns 
in the human limb. This approach is in its infancy and there is a 
need for physiological experimentation to verify the suitability of 
this approach and investigate how close to this ideal the feedback 
needs to be in order to demonstrate benefit compared to simpler 
forms of modulation, however, it seems a logical, albeit distant, 
ideal to aim for. Major obstacles remain such as limitations in 
our understanding of proprioceptors and the modulating signals 
from the brain, as well as our limited ability to interface with and 
selectively modulate large numbers of neurons. Our concept for 
implementing this approach breaks the process down into three 
steps: 

1 . Mapping from a prosthesis to a model of a normal limb 

Prosthetic limb properties can differ substantially from those 
of a human limb. For the purposes of this mapping the dif- 
ferences between the human and prosthesis can be grouped 
into three main categories: (a) physical properties — weight, 
moments of inertia, size and shape (including for instance the 
number of digits); (b) actuation properties — strength, speed, 
joint coupling and actuator non-linearities; and (c) kine- 
matic properties — degrees of freedom, range of motion, axis of 
rotation and joint structure (including for instance joint com- 
plexes). These differences were most evident in the days when 
cable and hook prostheses dominated the market. However, 
under the twin pressures of prosthesis users' desire for cosme- 
sis and functionality (in a world of tools and equipment 
designed to be operated by the human hand), there has been a 
strong trend toward anthropomorphic convergence. Prototype 
upper limbs such as the DEKA arm or commercially available 
prostheses such as the i-Limb, clearly demonstrate the progress 
that has been made toward approximating the human upper 
limb. Even the rise in underactuation for finger joints — which 
was largely driven by actuator weight considerations — moves 
prosthetics closer to the human form and with anthropomor- 
phic design as a guiding principle, it is a trend that looks set to 
continue. 

This has important implications because the closer the 
match between prosthetic limbs and human limbs, the eas- 
ier the process of mapping the state of one to the other 
becomes. 



2. Modeling proprioceptor behavior 

Assuming a modeled human limb can match the states and 
motion of the prosthesis, then modeling the neural signals 
can be consdered a problem of biomechanics and propriocep- 
tor modeling (assuming feedback is applied in the Peripheral 
Nervous System). 

Receptors in the muscles, joints and skin all sense tissue 
deformation and provide proprioceptive feedback to the CNS. 
Ideally all these receptors would be modeled for a proprio- 
ceptive prosthesis so that appropriate stimulation could be 
applied to any receptors interfaced with. However, in a system 
constrained by power, portability and (as a result) complex- 
ity, it is necessary to prioritize. Discriminating criteria include 
the importance of each receptor type to motor control, our 
ability to model the underlying tissue deformation and our 
understanding of the receptor firing patterns. 
Here we elected to focus on muscle spindles and GTOs, both 
of which stand out on the grounds of the quality of informa- 
tion they provide to the CNS and the quality of the models 
available for musculo-tendon and proprioception modeling. 
However, even for these relatively well understood receptors 
modeling limitations are evident such as a lack of parameters 
for human receptors, difficulties fitting parameterized mod- 
els to different muscles and uncertainty regarding fusimotor 
input (see section 4.3 for further discussion). 

3. Applying appropriate neuromodulation to enough target 
neurons 

When electrodes are implanted in or around a nerve, it is 
unknown which neurons will be stimulated and what sen- 
sation or motor effect they can elicit. The main factors in 
determining which neurons are stimulated are the electrode- 
neuron distance, the stimulus strength and the neuronal 
diameter (with larger neurons recruited at lower thresholds). 
There is typically a trade-off between the number of neu- 
rons stimulated and the selectivity achieved; with stimulation 
of non-target neurons with a synchronous barrage leading to 
unusual or potentially noxious sensations (Smith and Leslie, 
1990). Possible techniques to reduce the number of non- 
proprioceptive neurons stimulated include: careful choice of 
implantation nerve or nerve branch to increase the ratio of 
proprioceptive neurons stimulated (versus motor or extero- 
ceptive neurons); electrodes with designs that increase selectiv- 
ity and provide greater ability to target stimulation at different 
fascicles or at the sub-fascicular level; and waveforms that alter 
the distance and diameter recruitment order. 
The stimulation pattern to apply potentially depends on how 
selectively individual neurons can be targeted. Our approach 
is to target fascicle level selectivity because higher selectivity 
electrodes typically need to penetrate the perineurium which 
introduces a break in the blood-nerve barrier and has been 
observed to cause endoneurial accumulation, fibrous build up 
due to tissue rejection and neural damage caused by relative 
motion (boring at the electrode tip) (Biran et al., 2005; Polikov 
et al., 2005). At the fasicular level we propose to stimulate 
with ensemble average signals — with the aim of making use of 
the ability of the central nervous system to integrate feedback. 
The extent to which the CNS can interpret a subset of normal 
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feedback (even in the presence of contradictory feedback) is 
largely unquantified, but is demonstrated by single muscle 
tendon vibration trials and numerous psychophysical exper- 
iments over the years examining proprioceptive performance 
under varying conditions including local anesthesia. 

4.2. APPROXIMATIONS 

The system presented here is focused on real time prediction of 
neural stimulation patterns and firing rates that would be suit- 
able for human nerve stimulation and which are based on data 
that could be available from a prosthetic limb. A number of 
models and approximations were used to achieve this aim. The 
cubic polynomial approximations for muscle length curves fit- 
ted the OpenSim data closely, however, the equivalent moment 
arm approximations showed substantially worse correlation. It 
was observed that the quality of a muscle's moment arm approx- 
imation decreased as the number of joints the muscle spanned 
increased and that the surface fit for moment arms about the 
shoulder joints were particularly poor (although that did not mat- 
ter for this application). Considering these differences in input 
data and the difference in optimization criteria employed, the 
output of the static optimization stage showed a reasonably good 
match with the standard OpenSim tool. However, substantial dif- 
ferences were visually evident in the distribution of load between 
the three tricep muscle branches and this is reflected in the 
very low R 2 values for these branches. This was likely due to 
the linear nature of the optimization, which becomes increas- 
ingly poor at load sharing as the number of joints and muscles 
increases. Examination of the results showed that simply aver- 
aging the activations of the three tricep branches would have 
closely fitted the OpenSim results (R 2 values of 0.912, 0.970, 
and 0.906 for the lateral, long and medial heads respectively). 
In more complex systems (with greater numbers of joints and 
muscles) it may be necessary to compartmentalize the optimiza- 
tion process and run multiple iterations or implement some 
alternative method of sharing load. Results for bicep long and 
short head activation were also well below average and may be 
a result of the poorer moment arm fit observed for these muscle 
branches. 

The simplified version of the spindle model closely matched 
the outputs of the original model for the validations proposed 
in the original paper as well as for some real movement data. 
Discrepancies were visible during rapid movements, however, 
given the duration of these transient differences and peak fir- 
ing rates in humans of approximately 100 Hz, these discrepancies 
represent only a low number of missed action potentials. As men- 
tioned in the results, the efficiency improvement provided by the 
proposed model appears to be largely data dependent and related 
to the sample frequency of the system, the maximum spindle out- 
put frequency and the maximum step size for stable solving of the 
differential equations in the standard model. It should be noted 
that the analysis here assumed a standard euler method for solv- 
ing these equations, but that many alternative numerical methods 
exist and could improve or guarantee stability. 

The proposed parameter change and adjustment to rest and 
threshold lengths allowed the model to estimate human spin- 
dle recordings to within a standard deviation, but without a 



significantly greater quantity of human data it is unclear how 
widely applicable these adjustments are. 

4.3. ISSUES AND AREAS FOR FURTHER WORK 

• The proposed approach of mimicking naturally occurring neu- 
ral signals seems logical, however, physiological experimental 
to demonstrate and quantify benefit remains an important area 
of future work. 

• The inaccuracy of the polynomial fitting of moment arms 
for shoulder and highly multi-articular muscles indicates that 
alternative fitting models may need to be investigated to 
achieve good fits if the system is to be extended to include other 
joints. 

• The scaling of animal spindle and GTO models to fit human 
data is an area requiring further investigation. Here we have 
proposed simple modifications to better align the models with 
human firing rates, however, further data, validation and mod- 
ification is required. The shape of the modeled human firing 
patterns was qualitatively different from the recorded data — 
most notably in that it lacked an initial burst or peak. Further 
analysis of recorded human spindle data from Cordo et al. 
(2002) (not shown), has supported this observation and indi- 
cates that the Mileusnic spindle model does not accurately 
represent the human spindle firing profile observed. Initial 
peaks are generated with the Mileusnic spindle model, but 
only at significantly faster movements — potentially indicating 
greater acceleration or velocity sensitivity in human spindles 
compared to feline or an area requiring further investigation 
and potentially model modification. 

• In addition the Mileusnic spindle model is formulated on a 
limited subset of muscles and may need modification for wider 
applicability. In this work we noted a need for further research 
on how well the model copes with muscles whose optimal 
length is above or below the range of lengths the muscle is 
physiologically limited to. In our work looking at the record- 
ings in Edin and Vallbo (1990), we made the assumption that 
the muscle physiological rest length should be used to calculate 
spindle rest and threshold parameters, this was based on the 
assumption that spindles firing rates should be at their lowest 
when the muscle is in a relaxed and neutral position. 

• The work presented here assumed zero fusimotor activity, pro- 
ducing signals that are analogous to those experienced during 
passive motion of the limb. However, if the user is able to con- 
trol their prosthesis naturally (i.e., the prosthesis responds to 
physiologically appropriate neural commands — e.g., following 
Targeted Muscle Reinnervation), then there will be a descend- 
ing fusimotor signal that will act in the CNS on the pathways 
carrying the stimulated proprioceptive feedback, potentially 
interfering with it and reducing effectiveness. Ultimately it 
would be preferential to integrate fusimotor behavior and 
the Mileusnic spindle model was in part chosen to enable 
future implementations to easily introduce this. However, cur- 
rent proposed models of fusimotor action are in their infancy 
and largely based on recordings performed on decerebrate 
cats or surrogate outcomes like obtaining a linear relationship 
between joint angle and spindle firing (Taylor et al, 2004, 2006; 
Williams and Constandinou, 2013a). 
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• The integration of motion capture, a musculoskeletal model, 
static optimization and proprioceptor models enables some 
proprioceptive signals to be non-invasively modeled for real 
movements. Further integration of inverse dynamic modeling 
to estimate joint torques, as well as a suitable musculoskele- 
tal model of the feline hind limb (a preferred experimentation 
model), would enhance this system, allowing novel experimen- 
tation and extensive validation. 

5. CONCLUSION 

Realistic models that link human motion to proprioceptor signals 
could 1 day form the basis for a proprioceptive neural prosthe- 
sis in much the same way retinal and cochlear implants aim to 
mimic auditory and retinal cells. In contrast to previous neuro- 
musculoskeletal models, this work has proposed: the integration 
of static optimization; modifications to approximate human pro- 
prioceptors; and a variety of approximations and optimizations 
to reduce computational complexity without substantial degrada- 
tion of the output. A key uncertainty in aiming to provide natural 
feeling proprioceptive feedback to a prosthesis user is how close 
to normal it needs to be in order to provide benefit over simpler 
forms of feedback modulation. This work aims to build capability 
to explore this question. 

The model presented here is able to simulate muscle lengths, 
moment arms and activations as well as the corresponding mus- 
cle spindle and GTO neural signals in real time on low power 
hardware. This system potentially enables physiological experi- 
mentation into intuitive proprioceptive feedback as well as novel 
forms of proprioceptive and motor control and maybe 1 day 
could form part of a system capable of giving amputees feeling 
in their prosthetic limbs. 
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